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A SIMPLIFIED DC DIFFERENTIAL VOLTMETER 
AND RATIOMETER FOR 
HIGH-PRECISION MEASUREMENTS 



An easy-to-use dc differential voltmeter measures dc volt- 
ages from 1 microvolt to 1 1 00 volts with a resolution of 
0.2 microvolt and with high accuracy. The instrument is 
also a precision ratiometer for comparing two dc voltages. 



MKASI K1MKNTS ill HC VOITUiKS 
and of resistance and voltage 

ratios ai ;i< c urac ies heller than 

about 3() parts per million have 
been generally performed in stand- 
ards laboratories by spe< iallj trained 
personnel. Now it is becoming nec- 
essary to make measurements at 
these high accuracies in laboratory 
and production areas by engineers 
and test technicians with no special 
training. Strain gage measurements, 
line- and load-regulation nicasurc- 
racntS, noise measurements on solid 

sine circuits such as short-term in- 
stability of zener diodes ate among 

the class of situations where high 
accuracy and instrumeni reading 
stability are required. 

DC measurement accuracies in ex- 
cess Of 20 ppm r an be achieved using 
the differential method in which the 
unknown voltage is compared with 



a known pier ision leleiem e vohagc. 

ii the precision reference voltage is 

adjusted lo he equal to the un- 
known, then the unknown can he 
lead (0 the ac cut at \ of the prei ision 
reference. 

Differential measurements have 
been commonly used in standards 
laboratories where precision sources 
.md precision resistors are available. 

The setup is somewhat more com- 
plex than merely connecting a volt- 
meter to the unknown, hut the accu- 
racy "I differential measurements is 

better than 0.002",', compared lo the 
ate mac v ol cliiec l-measui fine analog 
instruments, which isol the order of 
0.5%. Self-contained instruments 
based on the differentia] principle 

have been available whic h ollei bet- 
ter accuracies than direct measure- 
ment means, but they are tompli- 
c a led to use. 



N'ow. an instrument (Fig. l) with 

the capability of a dc dillercnlial 
voltmeter, and the ability CO measure 
voltage rtltios has been designed to 
give an act unity ol ±0.002% ol the 
reading (-±20 ppm). The vohmeter 
is simple to operate and lias been 

designed in both a power-line-oper- 
ated version and a battery-operated 
version operating from self-con- 
tained rechargeable nickel-cadmium 
batteries. This capability to operate 
from a self-contained supply is im- 
portant when measuring voltages 

with very high at or dc common 

mode. Bec ause the instrument is iso- 
lated from the line, the common 
mode voltages do noi influence the 

reading. Howcvci. the instrumeni 
has good common mode rejection 
when operated OB the power line. 

in the dc differential voltmeter 

mode, the instrument measures dc 
voltages up to ±1100 volts in four 

ranges of 2b 1, 10, 100 and l (too. Volt- 
age resolution is 0.2 microvolt, or 
0.2 ppm of range. 

VOLTAGE MEASUREMENT 

I he basic components of the in- 
strument include (Fig. 2) an accu- 
rate anil stable voltage .source, a 
precision resistance divider and a 
low-drilt. high-scnsiiiviiy null detec- 
tion meter. 

\n input voltage applied to the 
input lei minals is applied three tl\ lo 
the dec ade dividers on the 1- and 10- 
volt ranges. On the 100- and 1,000- 
volt ranges, the range attenuator 
reduces the voltage to the l-voll 




Fig. 1. The -hp- Model 3-I20A/H Differential Voltmeter / Hallo- 
meter is a preeision solid-state instrument eapahle of measuring lie 
voltages from below I ,,V to 1100 colts at resolutions of 02 ppm 
ami accuracies of 20 ppm over much of this range. Measurements 
can also be made of resistance and collage ratios in four ranges 
from I to 0.001 to the same accuracy. The controls are color coded 
and simplified so that readings can he made rapidly without the 
necessity of operating a complexity of controls. 
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level for < omparison to the pre* ision 
source through the dividers. 

rhe unknown voltage is com- 
pared to ilic- voltage derived from ;i 
vcis high ,Ki iii.ii y II \olt reference 
source and die setting of ilie six dec- 
ade dividers. The difference is indi- 
i ated on the null meter, A complete 
null is reached w hen the six decades 
have been milled to the highest 
M iisii i\ ii\ . 

Range "I the instrument as a dc 
differential voltmeter is ± I to 
±10(10 volts with .i l"' , overrang- 
ing available on all ranges. volt- 
age measurements on the I - and 10- 
volt ranges are performed I »\ the 
potentiometric technique, thai is. i>\ 
comparing the input voltage to a 
known internal voltage- On die l"" 
and Iooo-miIi ranges, the input volt* 

age is .scaled Id the l-\oll level l>\ .i 

precision lO-megohni ±QJ)5i% re- 
sistance divider. 

Resistance and voltage ratios ol 
0.000 000 001:1 io 0.9% 999:1 can 
be measured. Four ranges provide 
the same act mat \ and resolution as 
in the differential voltmeter mode. 

Inptu impedance ai the null is 
about 10'- ohms, which is consider- 
ably higher than the impedam e pre- 
sented to the source by most meas- 
m ing instruments. This high imped- 

.line does not load the source. For 
example, a aOO-olmi Standard Cell 
will drop 50 mi<ro\olls when look- 
ing into a 10-megohm impedance! 
equivalent to an error ol about 50 
ppm. An input impedance oi 10'-" 

ohms has an ellei I on ihe Cell Voltage 
ol less than one part pel billion. 

A recorder output drives record- 
ers with 0 to I volt at I in A \ zero 
buiion is provided for (|tikk zero 

check. There is no need to discon- 
nect voltages oi leiurn the decades 
to zero. 

INPUT RESISTANCE 

Input resistance approac hes infin- 
ii\ as the decade selling approaches 
the value Ol the unknown voltage 
(approaching the null), Fig. 8. The 
onlj limitation on the input resist- 
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Pig. 2. Ill the differential voltmeter mode, the /Ion/inn voltage- 
reference supply is used i<> drive the precisian decade dividers. On 
the J-voll and lll iall ranges the 111/1111 milage is nulled directly 
against the H-digil didders. On the 100-volt and IK-volt ranges the 
input voltage is divided to the l-volt level and then nulled with the 
decades. The instrument can also he used as a dc voltmeter with 
the reference disconnected. 




100% 80% 60% 40% 20% NULL 



(% OF END SCALE 
OFF NULL) 



Fig. :i. Input resistance to the -hp- Model 3420 A/ B 
approaches infinity as the null is approached. Input 
resistance at the null is determined only by leakage 
resistance of sn itches and wiring. 
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ante is 1 1 10 leakage resistance ol the 
voltmeter before the decade divid- 
ers. Special materials used in the 
swiu lies and wiring keep ilic leak- 
age resistance above K) 1 ohms. 

RATIOMETER MODE 

Olieii the absolute value of dc 
voltage is of little interest. In meas- 
urements involving tesisior-div idei 
action, potentiometer linearity, 
power supply calibration and com- 
parison of voltage levels, the real 
point of importance is the ratio of 
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one voltage to some other voltage, 
such as in a voltage divider. Where 
the source voltage is stable with 
time, the ratio < ould be determined 

by measuring each voltage sepa- 
rate!) and ( alculating the result. Bui 
il the source voltage has a high drill 
rate with time, it is not possible to 
determine the ratio with high reso- 
lution. However, if one voltage From 
the divider is divided until it equals 
the second, the ratio can be read in- 
stantaneouslv. All the components 
necessary to perform this type ol 



measurement with high a< 1 ura< \ are 
present in the new differential volt- 
meter /ratiometer. 

The ratiometer olfers quick chei k- 
ing ol range switch components and 
voltage div iders, where the absolute 
v alue ol individual components is of 
little interest. For resistance-ratio 
measurements, the voltage used 
across the two resistors, Fig. I. need 
not be accurate, stable, nor of any 
particular value. Basically, one of 

the input voltages replaces the refer- 
ence supply used in the differential 
voltmeter mode. 

I he higher of i lie i wo input volt- 
ages is used as the reference and is 
led to the scries combination ol 1 1 ><• 
range stick and decade divider 
Where il is div ided lo the same value- 
as the lowei input voltage. This con- 
dition of equality is monitored bv 
i he null meter. In this measurement 
technique, die two input voltages 
must have a common ground and be 
nl the same polariiv with respect to 

thai ground. 

The null metei can be calibrated 
to read directly in steps correlated 
with the decade readout when mak- 
ing resistance ratio measurements, 
lo do this, it is net ess. ii v to drive the 
decade (the high inpui voltage V*a) 
with an ace urate voltage of I voh on 
the x I range, 01 20 dli more for 
each increasing range. II this level 
changes after calibration, the null 
meter calibration changes but not 
the ability to null the instrument. 
Drive voltage should be chosen to 

calibrate the metei on the range- 
being used. 

The ability to select ratio ranges 
has the advantage that accuracy 
specifications for the measurement 
can be applied as a percent Oi range. 
Since the highest accuracy is in the 
Brsl two decades, it is advantageous 
to be able lo make the reading on 
these decades. Thus, for low-ratio 
numbers, the instrument can be set 
to keep the reading on ihc first two 
decades. 




Reference 
voltage 



Fig. 5. The 1 1 -roll precision reference supply is a 
combination of a Zener reference diode and a contrid 
transistor. The control transistor generates the correc- 
tion signal to keep the output at its specified level. 



Fig. 4. In the ratiometer mode of operation . the -hj>- 
Modcl 3420A/B acts as a modified Wheats/one bridge 
to make railage and resistance divider measurements. 
The range attenuator and decade divider mal.e up one 
side of the bridge and the meter amplifier acts as the 
null detector. The connections from A to COM MO.X 
null detector, Connections from A to COMMON and 
li to COMMON are the other side of the bridge. 
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Peat" to peak drift s 0 4 pprn of reading/hour 




Fifj. 6. Shorl-term stability charts show a 
peak-to-peal; drift of less than 0.4 pptn of 
reading per hour while on battery operation 
measuring an unsaturated standard cell. 
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Instrument turned alt IV.. hour* 
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Turn-on time 
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ihutoft 

-04 ppm 



R. = Reading before 
turn-oft 
= 1.018979 volts 



4 -V/ nch 



I ifichj7 5 minutes 



FSg. 7. After bring turned off for / hours, 
the -hp- Model 3420A/B returned to within 
I pptn of its original reading within two min- 
utes after being turned bark on. 



CIRCUIT CONSIDERATIONS 

lb achieve high accuracy in the 
instrument, the reference voltage 
source must be carefully designed, 
the decade dividers must follow a 
linear relationship, and the zero 
ih ilt of the null meter must be low. 

In this instrument the precision 
II -volt reference is derived from a 
zener diode reference supply (Fig. 5). 
Since the instrument operates on 
battery power, an oven for the /ener 
diode was not used. To eliminate 
the effect of environmental change 
on the reference voltage, a technique 
was developed to adjust the d( tem- 
perature coefficient of the 11-volt 
reference to below 1 pprn per degree 
C. ovei the range +20° lo 3(FC. 
Over the complete temperature 
range +1(1 to •!0°C. the tempera- 
ture coefficient is below 2 pprn per 
degree C. 

Another fat lor in assuring high 
stability is the ability of the toial 
i in nit to remain stable from full 
batter) voltage of '51 volts to a mini- 
mum of 21 volts. Over this range, 
the 11-volt reference changes less 
than I part per million. 

Long-term stability is com tolled 
by the reference amplifier and a set 



ol precision resistors. The reference 
amplifier consists ol a micro-minia- 
ture planar transistor and an alloy 
dill used breakdown diode. The 
long-term stability of the supply is 
greater than 15 ppm/li weeks. 

Excellent short-term stability ol 
voltage is insured by intimate physi- 
cal < ontact of the components in the 
reference amplifier and by using a 
thermal lag box over this reference 
subassembly. Short-term stability is 
shown in Fig. 6, taken with the in- 
strument on battery operation in a 
standards lab environment. 

An advantage of ovenless opera- 
tion is fast turn-on. In Fig. 7, the 
i bai t shows a turn-on time to within 
III pptn of the previous reading in 
less than 20 seconds and to within 
1 pprn in less than 2 minutes. 

l'rei ision resistors used in the dec- 
ade dividers enhance the arcuran 
of the instrument. Their value in 
each decade docs not differ b\ a 
ratio of more than four lo one. 
Therefore, it is possible to wind the 
resistors with the same si/e wire 
from the same spool to insure tem- 
perature tracking to within I pprn 
per degree C. lo lai ilitatc recalibra- 
lion. the first and second decade ol 



the decade dividers are adjustable. 

Each of the six decades of the 
decade divider is binary coded 1 , that 
is. resistor values ate chosen so that 
by appropriate switching, division 
ratios of I through I" in equal incre- 
ments are available using four re- 
sistors instead of eleven. The first 
decade has a 10% overrange capa- 
bilitv to aid in measuring voltages 
that occur slighth above lull scale. 
Use of a six-digit divider means 1 
ppm of full scale resolution on the 
decade with no last digit ambiguity. 

The Hi-megohm ±0.05% input 
range attenuator used on the 100- 
volt and 1000-volt ranges is com- 
posed of four adjustable -hp- wire- 
wound resistors with ratio-mate lied 
temperature coefficient to 1.5 ppm 
per degree C, To eliminate self-heat- 
ing errors in the 10-megohm resistor, 
its absolute temperature coefficient 
is held to below 2 ppm per degree C. 

Resolution of the instrument is 
controlled by the sensitivity, noise, 
and zero stability, of ihe null detec- 
tor, lo achieve low drifts at high 
sensitivity, a photo-choppci siabil- 

• Oescnoea m an article by Robert E. Watson, 'A Com- 
bined DC Voltage Standard and Differential Voltmeter 
lor Precisian Calibration Wo", 'Hewlett-Packard Journal. 

Vol 16, No. 9, May 1965. 
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i/i'il metei amplifier is used (Fig. H). 
The maximum sensitivity of the 

null detector is IO>V full scale. The 
.1 it noise limit,-' is 0.4 /iV, or less 
than 0.1 about 99% of the time, 
or about 0.13 j»V rnis. 

To achieve the 10 /.V maximum 
sensitivity and suppl) a l-volt re- 
(order oulpui. a total gain of 10 01 
100 dfi horn input to recorder out- 

1 A discussion of specifying noise Is included In the 
article by Charles D Pint/, 'A Sensitive. Wide Range 
DC Null Voltmeter with an Internal Bucking Supply for 
Zero Loading Error,' Hewlett Packard Journal. Vol. 17, 
No. 7. March 1966. 



put is used. To insure excellent gain 
accuracy oi the null detector tindei 
changing environmeni.il ( onditions, 
an excess oi 50 dli of negative feed 
ba< k is used. 

Ranging in the null detector is 
done by a combination o) pre- 
a Herniation of the signal ami gain 
i hanges in the amplifier < losed loop 
gain. Filtering of the at normal 

de noise is accomplished by a 

double LC (liter width gives excel- 



lent at rejection and fast recovery 

from ovei load. 

"Fhe instrument is protected 
throughout against ate idem. il over- 
load, A I kV d( signal will cause no 
damage even on (he 10 mY sensi- 
tivity, a if>0 dB overload. 

I he ( omhinal ion of high Stability 

in the voltage referent e supply, high 
resolution and zero stability in the 
■mil detei tor and six decade divider 
gives a useful sensiii\il\ of 0.2 ppm 
o| range on all font ranges. 



USING THE DC DIFFERENTIAL 
VOLTMETER/RATIOMETER 

TO CONSTRUCT A 
100:1 PRECISION DIVIDER 



The ratiometer has 0.2 ppm of range 
resolution on all ranges. With this high 
resolution and the high stability of better 
than 1 ppm per hour, the instrument can 
be used to match precision resistance 
dividers with accuracies approaching 'i 
ppm. Examine the problem of construct- 
ing a 100-tol divider from a set of ten 
1000 ohm resistors and one 90,000-ohm 
resistor. The first step would be to adjust 
two of the 1000-ohm resistors to an exact 
1-to-l or a ratio of one-half (Fig. 1). To 
insure that the ratio is exactly 'i and to 
remove errors, the voltage to the combi- 
nation of R. and R> is reversed and an 
identical deflection noted. This procedure 
affirms that Ri = Ri in the measurement 
configuration shown. The instrument 
should then be set to null at this reading 
and then used to compare all the 1000- 
ohm resistors to make them equal. It is 
important to note that the 1000-ohm re- 
sistors may not be exactly 1000 ohms, but 
they are all equal. 

By using this set of ten identical resis- 
tors, a 10 to-1 divider may be set up. On 
the xO.l range, the ratio can be read to 
within 0.2 ppm resolution. The accuracy 
is dependent only on the precision match- 
ing of the 1000-ohm resistors. This read- 
ing may now be used to match the 90,000- 
ohm to the 10.000 ohm total set of re 
sistors. The total divider (Fig. 2) is now 
ratio-matched to within a few tenths of a 
ppm. Its dividing accuracy can be checked 
by several different independent methods, 
such as comparing IR drops across each 
set of 10:1 dividers. 



- RevBrs>np 
iwilch 




-hp 

MODEL 34200 '8 
OB DIFFERENTIAL 

VOLTMETER RATIOMETER 

COMMON 



Figure 1 



-©v.. 



90 kS 



I la 
1W1 
1 kit 

I <o 

I Ul 
I Ml 
I Kt 
I Kl 
I ku 



-O 0 01 V. 
-o> ■ MM0N 



Figure 2 



VOLTAGE LIMITS 

When making \ tillage ratio meas- 
inenienis, some tare must be taken 
lo avoid applying loo high a voltage 

to the decade dividers. For example. 

On the X 1 range the an iitai \ Specifi- 
cation is loi am voltage between 1 
ami 10 volts. At voltages between 10 
volte and 90 volts On the X I range 

ihe instrument ma\ siill be used but 
the act mat \ is reduced because of 

sell heating of die tlei ade resistors. 
I his self-heating error follows a 
square-law function. At SO volts on 
the Xl range the self-heating error 
is approximate!) ISppmoi reading, 
while at 90 volts ihe error is r>S ppm 

of reading, On the x.i range the 

error at 70 volts is less than '.> ppm ol 
reading. The maximum voltage on 
the X.0I range is 500 vohs and on 
the X.00I range ii is 1200 vohs. The 
inpul voltage "A to Common" to the 
instrument on the Xl and X.I 
ranges is limited In an internal pro- 
tection circuit to approximate]) 100 
volts. II this level is exceeded, large 
currents will be drawn from the 
source, I his limitation means that 
ratios dose lo 1:1 of high Mill ages 
(annul be measured directly. 

CALIBRATION 

Ml components that influence 
accuracy are adjustable. Fhe resolu- 
tion oi these adjustments is better 
ih. in I ppmof the component value. 
\ printed circuit calibration board 
for the binary coded decades is pro- 
vided. Decade calibration is done on 
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Fig. 8. The meter amplifier is a high-gain, chopper stabilized 
amplifier with a large amniinl <if negative feedback. Its effective 
input impedance is high, anil it thau-s very little current Irani the 
sensitivity divider. 



a ratio-matching basis ami the line- 
arity of the <<>ni|)lete<l assembly is 
belter than S |»pm <i| reading. The 
I -volt ami li>-\olt ranges can be cali- 
brated by measuring standard cells. 
The input range attenuator can be 

calibrated by measuring ratios near 
the full stale value of cadi range. 

MECHANICAL DESIGN 

On the from panel, the pushbut- 
tons and switches are color-coded for 

ease of identification. The decade 
divider readout consists of '/s-imli 
white numbers on a black back- 
ground. Off-axis viewing of these 
numbers is possible to greater than 
III degrees. Input terminals arc lo- 
cated to prevent danger of shock 

when measuring high voltages. 
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SPECIFICATIONS 
-hp- 
MODEL 3420A/B 
DC DIFFERENTIAL 
VOLTMETER/ RATIOMETER 

DC DIFFERENTIAL VOLTMETER 

RANGES: i 1. -10, ±100 and -1000 volts 
with up to 10',;, overrangmg available on 
all ranges. 

RESOLUTION: Six dials provide 1 ppm 
(parts per million) of range. Null meter 
provides full scale indication of 10 ppm 
of range with maximum resolution of 
0.2 ppm on all ranges. 

PERFORMANCE RATING: 

ACCURACY: ±(0.002% of reading 
-0.0002% of range) at 23"C ±1*C, 
less than 70% R.H. (relative humidity) 

STABILITY: Rated accuracy is met after a 
1 hour warm-up period, with a 30-day 
calibration cycle ±0.005% accuracy 
within 30 seconds of turn-on. 
Short Term: 1 ppm/hour. 5 ppm/day ex 

elusive of zero drift. 
Zero Stability: 0.5 ppm per day of range 



TEMPERATURE COEFFICIENT: T,„ - 23*C 





10' - 20"C 
and 

20'-30*C 30' 40-C 


11 volt 
Reference 


±1.0 ppm/*C±2.0 ppm/'C 


Total instru 
ment exclusive 
of zero drift 


±4 ppm/'C ±5 ppm/'C 
of reading of reading 



Zero drift - 0.25 ppm of range/ 'C. 10" 
to 40'C. 



OFF NULL ACCURACY: -3% of sensitiv 
ity setting. 

LINE REGULATION: 1 ppm for 10% line 
voltage change 



INPUT CHARACTERISTICS: 



:.vm 


Input 


Range 


Resistance 






Infinite 


1 V 


10 V 


(>10»U @ <70% R.H) 






at null 


100 V 


1000 V 


10M11 ±0.05% 



Null Detector 
Range 


Input 
Resistance 


10 „V - 10 mV 


IMC 


100 mV - 10 V 


10M'.; 



Input is open circuit except when a VM. 
J.VM. or Ratio button is depressed. 



SUPERIMPOSED AC REJECTION: AC volt 
ages (60 Hz and above] whose rms 
value is equal to the dc input voltage 

causes <0 0008% error in the reading 
Maximum ac input: 25 V rms on the 1 V 
range, and 200 V on all other ranges 



ISOLATION PARAMETERS: 

INPUT: Floating binding posts on the front 
panel may be operated up to "*: 1000 
Vdc with respect to chassis ground (700 
Volts rms) 

BATTERY OPERATION (3420B): Provides 
complete isolation from external cir- 
cuits. 

LINE OPERATION (3420A/B): Common 
mode rejection is the ratio of common 
mode signal to resultant error in read- 
out, with 1 k*„' unbalance. 
At dc: >140 dB on all ranges at less 
than 70% R.H. 

At 60 Hz and above: >150 dB on all 
ranges. 

OUTPUT SIGNALS: Recorder output adjust 
able from 0 to — 1 Vdc. 1 mA maximum 
current. Output is proportional to meter 
deflection. (Low side of recorder common 
to low side of input.) 

OPERATION FEATURES: 

DC VOLTMETER OPERATION: 

Ranges: 10 >.V to 1 kV in nine decade 
ranges. 

Accuracy: — 3% of end scale. 

Input Resistance: 10 ..V to 10 mV range 
1 MU; 100 mV to 1000 V range: 10 ML'. 

Input Zero: A pushbutton switch is pro 
vided to automatically disconnect the 
input terminal and short the ampli- 
fier. Nominal zero adjustment range. 
• 15 ppm of range. 

Polarity Selection: Switch is provided 
to allow measurement of positive or 
negative voltage with respect to cir- 
cuit common. 

EXTREME OPERATING CONDITIONS: 

OVERLOAD PROTECTION: -lOOOVdcmay 
be applied on any range or sensitivity 
for up to 1 minute without damaging 
the instrument 

OVERLOAD RECOVERY: Meter indicates 
within 3 sec after removing 10* overload 
factor. 

DC RATIOMETER 

RANGES: Xl. X.l,. X.01, X.001 with six 
digit in line readout. 
RESOLUTION: Same as -WM 

PERFORMANCE RATING: 

ACCURACY: ±(0.002% of reading 
-0.0004% of highest decade setting) 
at 23'C ±1*C. less than 70% relative 
humidity. 

STABILITY: Rated accuracy is met after a 
30 second warm-up period, with a 60 
day calibration cycle 

Short Term: 0 5 ppm/hour, exclusive of 
zero drift. 

Zero Stability: 0.5 ppm of range/day. 
TEMPERATURE COEFFICIENT: Xl range: 
1 ppm/"C. X0.01 range and above: 5 
ppm/'C. to 40*C. 

INPUT CHARACTERISTICS' 

INPUT" 3 terminals: A. B. common. 
RATIO - B to common 
A to common 
With A > B and same polarity. 



INPUT VOLTAGE RATIO: Null meter cali- 
brated to read directly in ppm of range 
for lowest A to Common calibration 
voltage indicated in table below 





Calibrated 


Maximum 


RANGE 


A to Common 


A to Common 


y.i 


1 • 10 Vdc 


50 V 


X.l 


10 70 Vdc 


90 V 


X.01 


100 - 500 Vdc 


500 V 


x.001 


1000 Vdc 


1200 V 



For calibrated A to Common voltage shown 
In table 



INPUT RESISTANCE: 

Terminal B to Common: Infinite at null 

O10 1 *-' @ 70% R H ) 
Terminal A to Common: 



Range 


Input Resistance 


• 1 


iok;; 


X.l 


100KU 


X.01 


1MB 


X-001 


10M'.: 



SUPERIMPOSED AC REJECTION: 60 Hz 
signals equal to 100% of A to common 
DC affects reading less than 2 ppm of 
meter reading. 

ISOLATION PARAMETERS: 

Same performance as for J.VM 

OUTPUT SIGNAL: Recorder output has the 
same capability as for the .WM, except 
recorder must be isolated from ground by 

igico, 

EXTREME OPERATING CONDITIONS: 

OVERLOAD PROTECTION: Input voltage A 
to Common automatically limited to 100 
Vdc on '1 and X 1 range with front 
panel overload indication Maximum in 
put current is 100 mA for 1 minute on 
these ranges. Maximum input 1100 Vdc 
on x.01 and X-001 ranges. 

OVERLOAD RECOVERY: Same as AVM. 



GENERAL 
INPUT POWER: 3420A/B: 115 or 230 volts. 
— 10%. 50 to 1 kHz. Approximately 2 
watts. 

3420B: Battery/Line Operation Recharge 
able batteries (8 furnished) 30 hours op 
eration per recharge 

Instrument may be operated during nor 
mal recharge from ac line Provision is 
made for testing the battery condition and 
selecting a fast (15 hour) charging rate 
Input for battery charging 115 or 230 
Volts. ±10%. 50 to 1000 Hz. 3 watts. 

WEIGHT: Net: 21 lbs (9,45 kg): Shipping: 24 
lbs. (10.8 kg). 

PRICE: 3420A $1175 3420B $1300 

MANUFACTURING DIVISION: 

—hp— Loveland Division 

Box 301, Loveland, Colorado 80537 

Prices f.o b factory 
Data subiect to change without notice 
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ADAC-AN AUTOMATIC SYSTEM FOR MEASURING 
HALL EFFECT IN SEMICONDUCTORS 

One of the barriers to detailed materials analysis has been the large effort 
involved in data acquisition and reduction. This has been greatly reduced 
in the —hp— laboratories by a system called ADAC. New information on 
the electronic transport properties of InAs has been one of the first benefits 

of the system. 




Fig. L The complete ADAC system consists of the controller 
and data-acquisition equipment in the rack and the dewar 
and magnet, shown at the right. This relatively compact sys- 
tem can he supplemented by various data-recording means, 
such as the card punch equipment, left. 



QHYSICA1 PROPERTIES Ol SEMICON- 

I in cioRs depend upon the com- 
position and Structure of the mate 
rial. A complete understanding of 
these properties enables a researcher 
to apply the material in a practical 
device or system. 

Because of the mass of data re- 
quired for a complete materials 
analysis, the determination of pa- 
rameters over a wide environmental 
range is time-consuming. Besides the 
time required for taking the data, a 
great deal of time is also required 
far reducing and plotting the data. 

This limits the amount of informa- 
tion generally available to the 
device-oriented engineer from a ma- 
te] i.ils supplier or from his own lab- 
oratory. Consequently, the greater 
I he amount of information that can 
be furnished on a given material, 
the greater will be the savings of 
lime and money in development or 
research. 

lu o fundamental properties gov- 
ern electronic transport phenomena 
in semiconductor materials: carrier 
concentration ami carrier mobility. 
From a knowledge of these, a large 
number of useful properties are 
dii ived. 

\n import, mi part of any semi- 
conductor material study is to CUTJ 
out a sufficiently large number of 

measurements to determine carrier 
mobility and concentration under 
varying conditions. Then the data 
must be reduced and plotted, and 
the results analyzed to describe the 
materials. 

Of several galvanomngnetic effects 
observed in metals and scmiconduc- 



tors, the Hall effect is of perhaps 
greatest interest as a research tool. 
Its importance cannot be overesti- 
mated. It provided the first verifica- 
tion of electrical conductivity by 
positive holes in semiconductors. 
Without it, detailed analyses and 
predii lions of current flow under a 
great variety of external stimuli and 
internal physical and chemical con- 
ditions would be impossible. 

In investigating electrical proper- 
ties of a semiconductor, a study of 



the temperature dependence of the 
Hall effect will give fundamental 
information on scattering and ioni- 
zation energies of various impuri- 
ties. The sign of the Hall effect 
denotes the type of predominant 

cat tiers (holes or electrons) contrib- 
uted by these various impurities. 
For the most common case in which 
one type of carrier is predominant, 
the magnitude of the Hall effect 
gives the concentration of charge 
i .11 1 ii-rs. When combined with con- 
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Fig. 2. Measurement uj the Hall effect Vectors <a) show the 
directions »\ current, magnetic induction and the Hall field 
lor negatiiv eleetrons. The strip of eonductinp material (b) 
has ils edges parallel to the t and y direction. 



due tiviiy measurements, the Hull ef- 
fect permits the determination ol 
the mobility (drift velocity per unit 
field) of the carriers. A knowledge ol 
the mobility and its temperature 
variation is required to determine 

the predominant scattering mecha- 
nisms (lattice, ionic, 01 neutral im- 
purity scattering, etc.). These scat- 
ter mechanisms are intimately con- 
nected with chemical purity and 
sit uc tural pcrlec lion. 

HALL EFFECT 

The Hall effec t is a manifestation 
ol the Lorcntz force, the force ex- 
el ted on a moving c harge by a mag- 
netic field. When a magnet ii field is 
applied at right angles to the direc- 
tion nf current flowing in a conduc- 
tor, an eleciiic field is set up in a 
direction perpendicular to both the 
direction ol the current and ol the 
magnetic Held, in opposition ><> the 

l.oient/ force. II a coordinate system 

with three mutually perpendicular 
axes is set up. Fig. 2(a), the 11. dl 
held A„ is given by 

E„ = R j, B; 

W here li is the Hall coefficient, /, 
is the current density in the X direc - 
tion, and B. is the magnetic induc- 
tion along the z axis. Now it can Ik- 
shown that the Hall coefficient is (in 
the one-carrier case) within a factor 
c lose to unity, given b\ 

R= ' 

ne 

where n is the density of charge car- 



riers and e is the electronic charge. 
The sign ol (.• (i.e., whether the 
charge carriers are holes or elec- 
trons) determines the direction of 
l.., and the sign of the Hall eoe-Hi- 
i ieflt. 1 he sign of r is taken as nega- 
tive lor electrons, giving a negative 

I (all cocffii ient. 

The electrical conductivity CT is 
defined by 



V. 

a = nc — = neu 

where- the mobility, is the drift 
velocity ol a carrier per unit elec- 
u ic lield. The mobility then is given 
l»\ _ I, 

fl — 11 It. 

The mobility as deduced from the 
measured Hall coefficient is. strictly 
speaking, the Hall mobility and t an 
differ from the drill mobility by a 
factor very nearly unity. Foi most 
purposes, particularly in extrinsic 

semiconductors, this distinction is 

unimportant and can be neglec ted.* 
Magnetic field and temperature 
are only two ol the variables needed 
lor electronic transport characteri- 
zation in solids. Hydrostatic or uni- 
axial pressures are often applied, 
and the material is sometimes sub- 
jected to radiation fluxes to establish 
relationships which aid in describ- 
ing the material. In summary, the 
carrier concentration and the car- 

• * detailed discussion of the Hall effect tor the case 
of more than one type of earner can be found in 
another part of this article. 
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rier mobility depend upon electric 
held, temperature, magnetic held, 
radiation HllX, pressure and chemi- 
cal composition. 

DATA ACQUISITION 

lb make a valid Hall effect meas- 
urement, several things are recpiired. 
I he voltage measurements ate usu- 
ally dc voltages in the millivolt to 
volt range. A high degree of stability 
(0.01% full scale per day) and reso- 
lution (0.01% of lull scale) are nec- 
essary, and because of the high re- 
sistance ol some of the experimental 
samples, a very high-input imped- 
ance, at least 10"' ohms, digital volt- 
meter is required. 

Several effects can cause serious 
errors in the measurement of the 
Hall voltages. In Fig. 2(b). if points 
I' and Q arc not exactly opposite 
eac h other, there will be a misalign- 
ment voltage which will add to or 

subtract from the Hall voltage. The 
effect ol this misalignment voltage 

is eliminated by measuring the volt- 
age from l' to Q in the absence of a 
magnetic lield and subtracting this 
voltage from the value- measured in 
the magnetic held and with exactly 
the same cut rent Rowing. A better 
u.i\ is to reverse the current (which 
reverses the misalignment voltage 
bin not the Hall voltage) and aver- 
age the two values ol measured volt- 
age Vpat g'vtug the true Hall volt- 
age. Siinilai Iv. il the magnetic held 

is reversed (this reverses the Hall 

voltage bin not the misalignment 
voltage) one-hall the difference be- 
tween the measured voltages isetpial 
to the line Hall voltage. In practice 
it is necessary to take the average of 
four measurements (with all four 
combinations of current and mag- 
netic field) to eliminate disturbing 
thermomagnetii and thermoelectric 
effects.* Certain second-order effects 
ol this type (Ncrnst-Kuingshausen 
and Righi-Leduc effec ts) are mini- 
mi/eel by having the sample well 
hcai-sinke-d t" eliminate temj>era- 

• A detailed discussion of the data reduction of Wl 
system can be found in another part of this article. 
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ANALYSIS OF SOLIDS WITH MORE THAN 
ONE TYPE OF CARRIER 



In the most general case, the Hall ef- 
fect gives a measure of the contribution 
of all mobile charge carriers to the con- 
duction process. These carriers can be 
holes and electrons existing simultane- 
ously. In a material such as GaAs, it is 
possible to have two varieties of elec- 
trons ("light" and "heavy" electrons) at 
the same time. In ZnAs, there are known 
two varieties of electrons and two varie- 
ties of holes that can coexist. In gen- 
eral, the Hall coefficient and conduc- 
tivity are given by 

— i "W + "3/l»'" f ••■ + "■ Hi ' 

and o = ff(Atpi + •- - + 

where / is the number of distinct popu- 
lations of charge carriers. 

From these equations it is apparent 
that the determination of R and cr under 
only one set of environmental condi- 
tions will not allow us to separate the 
contributions of the different n's and 
their corresponding /,'s. For this reason 
it is necessary to measure R and o- as 
a function of temperature and then fit 
the resulting curves to calculations 
based on models of two or more carrier 



populations contributing to the conduc- 
tivity An aid in this correlation is the 
relationship 

III I 

— = — + — + ...+ — 

Ml f= Ml 

where /i, =a,T' i i. / , : = a I 7V>eti. 
The temperature dependences ft are 
obtained from the slope of a log-log 
plot of mobility versus temperature. 
These values of ft can be correlated 
with calculations for mobility variation 
based on specific scattering laws. For 
example, values of ft are +3/2 for ion- 
ized impurity scattering, zero for neu- 
tral impurity scattering, -1/2 for high- 
temperature optical phonon lattice scat- 
tering, and —3/2 for acoustical phonon 
lattice scattering. 

The case of the temperature depend- 
ence of carrier concentrations is similar: 

The values of N,, N,, . . . and N, in this 
equation are the densities of states in 
the conduction band or valence band 



for the various populations of electrons 
and holes, and their slight temperature 
dependences can usually be ignored. 
The values £,, E,, . . . and E, are the 
activation energies of the various kinds 
of carriers, measured with respect to 
the appropriate reference energy. A 
knowledge of these energies is of great 
importance to the understanding of the 
material. These values of activation en- 
ergy can be obtained graphically by 
evaluating the slope of a semilogarith- 
mic plot of carrier density versus recip- 
rocal temperature. 

The most general case of semicon- 
ductors represent many degrees of 
complexity: (1) there are many types of 
mobile charge carriers; (2) there are 
many types of defects having varying 
amounts of ionization energies and 
scattering cross sections: and (3) there 
is sometimes even more than one ioni- 
zation state. The collection, reduction 
and analysis of data in such cases is so 
laborious that it is seldom attempted. 
The existence and availability of ADAC 
opens up the possibility of investigating 
such materials. 



in re gradients. 

I lie elimination of the previously 
described errors and the improve- 
ment in the accuracy of the meas- 
urements by averaging are accom- 
plished b\ making anil recording 
the measurements in a programmed 
sequence. II the time interval be- 
tween measurements is as short as 
possible, the errors due to thermal 

drift will be minimized. 

AUTOMATIC DATA ACQUISITION 

lb simplify the task of acquiring 
the mass of data needed to arialy/c 
semiconductor materials, an Auto- 
matic Data Acquisition Controller 
(ADAC), has been designed and is 
in use at the -hp- Laboratories. 
\D \C is a programmable master 
control unit for measuring conduc- 
tivity and Hall cllect. and for re- 
COrding the ensuing data, It uses an 
-hp- 2010 data acquisition system, an 



electromagnet, a current source, a 
light source for photo-Hall and pho- 
toconductivity measurements, and a 
temperature controller as slave units 
(Fig. 1). This programmed stimula- 
tion, measuring and recording sys- 
tem is designed to (1) sequentially 
set a combination of external condi- 
tions to which the data-supplying 
sample is subjected, (2) move se- 
quent iall\ through a programmed 
measuring and recording Scan Posi- 
tion channel matrix, (3) provide 
identification of the incoming data 
foi the recording units. (4) move 
through this environment-setting, 
measuring and recording sequence 
at uniform time or temperature in- 
tervals, and (5) shut itself oil at the 
end of the experiment. 

REFERENCE 

R. H. A Carter. D I Ho*arlh ana 0. H. Putley, 'A 
Digital Recording System (or Measuring the Electrical 
Properties ol SemiconrJuctors,' Journal of Scientific 
instruments, Vol. 35, No. 3. po. 115-116. Marc" 1958 




Fig. 8. Samples of materials are placed 
in a dewar. An electromagnet supplies 
the necessary magnetic field. Light is 
piped into the sample holder (or photo- 
conductivity and photo-Hall effect 
measurements. 
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ENVIRONMENT 



THERMOCOUPLE 



-hp- S62A 
5ICITAL. RECORDER 



AOAC 
CONTROLLER 



Scan Command 
and Advance 



-hp- 2901 
INPUT SCANNER 



-hp- 24I1A 
GUARDED DATA 
AMPLIFIER 



-hp- 2401C 
INTEGRATING 
DIGITAL VOLTMETER 



-hp- 2545A 
IAPE PUNCH 
COUPLER 



- hp- 2545B 
PUNCH 
POWER SUPPLY 



-hp- 2526A 
CARD PUNCH 
COUPLER 



-hp- 25268 
IBM JUNCTION 
PANEL 



TAPE 

PUNCH 



IBM 
CARD PUNCH 



^F^-^T 



Printed Papet 
Taw 



Ra« 
Data 



Punched 
Tap* 
I 



Punched 
Ca'di 



COMPUTER 



Graph! 



Reduced 
Data 



-hp- 2010 
Data Acquisition 
System I 



-hp- 2M6B 
MAGNETIC TAPE 
COUPLER 



INCREMENTAL 
TAPE RECORDER 



f ' 

Magnetic 
Tape 



Fig. 4. Environmental parameters and voltage measurements 
are controlled by the program set in the ADAC Controller. 
A number o/ optional arrangements are available for record- 
ing the data. 



The data acquisition system is 
composed of an -hp- 210 1C Inte- 
gra ting Digital Voltmeter, an -hp- 
2-1 1 1 A Guarded Data Amplifier 
with high input impedance (greater 
than 10™ ohms), an -hp- 290] Input 
Scanner and an -hp- 502A primer. 
The -hp- 2(110 system can be modi- 
fied to give simultaneously printed 
paper tape anil punched IBM cards 

or printed paper tape and punched 
paper tape outputs b) adding, re- 
spectively, an -hp- 2526 or -hp- 2545 
coupler and the appropriate punch- 
ing unit. Alternatively, an -hp- 
25tfiB magnetic tape coupler with 
the appropriate tape recorder can be 
added. 

An -hp- 2901 Input Scanner con- 
nects the measuring instruments to 
various pairs of voltage probes on 
the experimental sample as well as 



other environment recording detec- 
tors including .i standard series re- 
sistor, thermocouples, photometers, 
resistance bridges, etc. Samples are 
held in a dewar between the poles of 
a magnet (Fig. 3) and the assembh 
may be cooled to the temperature of 
liquid nitrogen. 

OPERATION 

The func tional interrelationships 
Of the instruments in the ADAC sys- 
tem are shown in Fig. 4. The bloc k 
labeled 'environment' represents the 
magnetic field, electric field, tem- 
perature, illumination, etc.. to which 
the experimental sample is exposed. 
These environmental parameters 
are controlled by ADAC in a pre- 
determined sequence which is set by 
its program control matrix and pro- 
gramming switches (Fig. I). An ex- 

12 



ample of the sequence of events is as 
follows: (1) The interval timer ini- 
tiates a scan. (2) ADAC sets an en- 
vironment (turns on the magnetic 
field, for instance, while maintain- 
ing the other parameters constant). 
(3) ADAC then gives a scan com- 
mand signal to the input scanner of 
the -hp- 2010; (4) the -hp- 2010 meas- 
ures and records voltages between 
preselected pairs of terminals (up to 
25 separate voltages). These voltages 
are generated both by the experi- 
mental sample and by the environ- 
ment sensors. (5) After -hp- 2010 has 

completed measuring and recording 
this set of voltages, it gives a scan 
advance signal to ADAC which sets 
another environment. (6) Events 2-5 
are repeated until the sample has 
been subjec ted to the desired num- 
ber of environments (9 possible). (7) 
When ADAC has completed its en- 
vironment-controlling cycle, it resets 
the interval timer (which can be set, 
for example, for intervals from 1 to 
30 minutes) and the apparatus is at 
rest until this timer runs out, at 
which time another cycle is initi- 
ated. (8) After the expiration of the 
time interval which was set on the 
Total Acquisition Period timer (up 
to 30 hours). ADAC turns the entire 
system oil. Because of this automatic 
mode of operation, it is possible to 
leave the apparatus unattended CO 
take data overnight or on weekends 
as the experimental sample slowly 
warms up from liquid nitrogen tem- 
perature to room temperature. The 
slow rate of temperature change im- 
proves the accuracy of the data be- 
cause the temperature-dependent 
properties change very little during 
a data scan. 

\t the end of an experimental 
run. the experimental data, in the 
form of punched c ards for example, 
are processed by computer. If de- 
sired, the data can be machine- 
plotted. 

T here are extra levels of unused 
programming capability in the sys- 
tem; these extra levels can be used 
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to control any desired peripheral ap- 
paratus. Without re-programming, 
the apparatus can be directly used 
for photo-clec tromagnetic effect and 
photovoltaic measurements as a 
function of temperature. Because 
the apparatus can be quickl) re-pro- 
grammed for other kinds of meas- 
urements, it is a liexible and versa- 
tile addition to any laboratory 
where automated measurements are 
desirable. 

ADVANTAGES 

In a period of 5 1 ■'■> months after the 



automatic data acquisition system 
was assembled, a total ol 15 over- 
night and weekend data-runs were 
completed. The data were reduced 
and compiled by computer, and in 
many <ases. machine plotted. The 
experimental samples. Fig. 5. com- 
prise a wide variety of semiconduct- 
ing materials, some svnthesi/ed at 
-hp- Laboratories and some from 
common ial suppliers. 

Labor required in an automated 
data-run is generally not more than 
;i hall day for a technical assistant. 



This includes mounting the sample 
in the sample holder, filling the 
dewar, checking the elec trical con- 
tacts to the crystal, and slat ting the 
data scan. It also involves a few 
minutes in preparing data and title 
cards for the computer format. 

The cost of computer and plotter 

time is about ten dollars per run. 
The reduced data are usually avail- 
able the day after taken, and the 
plots one day later. For comparative 
purposes, the time and labor neces- 
sari lor ;i man to rei 01 d. reduc e, and 



TYPICAL ADAC DATA REDUCTION PROCEDURE 



In the accompanying equations, the 
quantities V" are voltages between 
various pairs of terminals. The sub- 
scripts denote the terminal pairs and 
the superscripts denote the environ- 
mental conditions under which the volt- 
ages are generated. For example, the 
voltage VI is the voltage between ter- 
minals 71 and 74 measured in the pres- 
ence of a magnetic field In the +Z di- 
rection and a current in the +X direc- 
tion. In the process of making a scan, 
ADAC exposes the sample to permuta- 
tions and combinations of current and 
magnetic field, and measures and re- 
cords the voltages. A computer data 



reduction program uses these voltages 
and other parameters to solve the equa- 
tions for the quantities o, p, and n. 

The averaging processes in these 
equations make full use of the redun- 
dancy provided by four potential con- 
tacts to remove or minimize (a) thermal 
voltages, (b) misalignment voltages, (c) 
current asymmetry due to non-ohmic 
current contacts, and (d) dimensional 
and similar experimental errors. Should 
a sample contain a defective potential 
contact, then an alternate computa- 
tional program is used which eliminates 
the redundancy in the equations. 



DEFINITION OF SYMBOLS 

a = electrical conductivity (ohm-cm) 

/( = Hall mobility (cm'/Vs) 

n = carrier density (cm ') 

R = series resistance (between termi- 
nals 77 & 78) (ohms) 

e = electronic charge 

W = sample width (dimension in V di- 
rection) (cm) 

f = sample thickness (dimension in Z 
direction) (cm) 

/,, = length of sample between termi- 
nals 71 and72 (cm) 

= length of sample between termi- 
nals 73 and 74 (cm) 
H = magnetic field in Z direction (G) 
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Fig. 5. Standard experimental samples. The 
dumbbell-shaped specimen, left, is pre/erred, 
but smaller pieces of more fragile materials 
arc usually prepared in rectangular bars. 



|)loi the data manually are between 
one and two man-weeks, depending 

upon the number of data points 

required. 
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Physics from the University of Buffalo. 
Prior to joining Hewlett-Packard, he 
was with RCA Laboratories. Dr. Loeb- 
ner has contributed widely to the pro- 
fessional and technical literature, holds 
several patents, and has served on 
boards and committees of numerous 
societies, publications and governmen- 
tal bodies. 




CRISTY M. SCHADE 

Cris Schade, a student engineer, 
loined -hp- in 1965. His first assign- 
ment was to design and construct a 
fully-programmable, Hall effect Auto- 
matic Data Acquisition Controller 
(ADAC). He also worked on the char- 
acterization of optoelectronic devices 
including two-element photon ampli- 
fiers. 

Cris returned to -hp- Laboratories 
in 1966 after additional study at the 
University of California at Berkeley and 
is now doing optoelectronic device 
characterization for special applica- 
tions, including a noise-measuring sys- 
tem. He has made an original contri- 
bution for which a patent is pending. 

Cris is in his fourth year at Berkeley 
and is working for -hp- under the Co- 
operative Work-Study Program spon- 
sored by the College of Engineering. 
He is a member of Tau Beta Pi. 
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INDIUM ARSENIDE STUDY 

(cont'd from back cover) 

InAs. Fig. 1(a) shows a computer-gen- 
erated plot of conductivity and carrier 
concentration on logarithmic scales vs. 
inverse absolute temperature, of an un- 
doped InAs sample from Monsanto in- 
got C2 494 The upper curve represents 
the conductivity, which decreases from 
26 mho/cm at 295"K to 28 mho/cm at 
80°K, The lower curve indicates the 
change in free electron concentration 
over the same range. This drops from 
2.1 X 10"/cm' to 1.1 x 10'Vcm'. 

Fig. 1(b) is the computer-generated 
graph of the calculated mobility vs. ab- 
solute temperature, both on logarithmic 
scales. These plots are useful to deter- 
mine activation energies directly from 



the slopes of graph 1(a) or scattering 
mechanisms from the slopes of 1(b). 
The mobility is nearly constant having 
a value of about 15,000 cm-' Vs with a 
slight maximum at about 140 C K. 

Figs. 1(c) and 1(d) are plots identical 
to those seen In Figs. 1(a) and 1(b) ex- 
cept that the InAs material has under- 
gone a diffusion with gold. (There are 
no previous reports of such a treatment 
in the literature.) In Fig. 1(c), the lower 
curve is the conductivity curve. While 
a pronounced change has taken place 
in the conductivity and mobility, as 
shown in Fig. 1(d). only a small modifi- 
cation in the free electron concentra- 
tion has taken place. Note that the tem- 
perature plots, because of curvatures 
and inflection points, contain much 
more information about the samples 
than can be obtained from measure- 



ments at just one or two temperatures. 

While the study of n-type InAs is still 
in its beginning, the initial results ap- 
pear consistent with the earlier reports 
of the conductivity anomaly. The origin 
of the observed mobility decrease re- 
sulting from gold diffusion has not yet 
been uniquely determined, but exami- 
nation of the material will be made for 
evidence of gold precipitates and other 
possible causes of increased electron 
scattering. It is hoped that the great 
flexibility in programming of data acqui- 
sition offered by ADAC, combined with 
computerized data reduction and plot- 
ting will enable tackling and solving 
problems which otherwise would be 
too time-consuming. 

The sample preparations and gold 
diffusions were carried out by Dzidra 
Samsonovs of the -hp- Laboratories. 



SAMPLE INAS C? 494001 D 
LOG CONDUCTIVITY VS INVERSE TEMPERATURE 
LOG CARRIER CONCENTRATION VS INVEPSE TEMPERATURE 



SAMPLE INAS C2 1B4GO.D 
LOG MOBIL] TV VS LOG TEMPERATURE 
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Figure 1(c) 



Figure 1(d) 
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A STUDY OF INDIUM ARSENIDE 
USING ADAC EQUIPMENT 



Among Ihe III- V semiconducting in- 
lerrnetallic compounds InAs and GaSb 
present in their undoped state a most 
anomalous conductivity behavior. The 
conductivity of undoped InAs Is always 
n-type and its electron concentration, in 
spite of numerous purification attempts, 
has not been reduced significantly be- 
low 10 ' cm'. The conductivity of un- 
doped GaSb is always p-type and its 
hole concentration, in spite of experi- 
ments on purification and partial pres- 
sure of constituents, is always in excess 



of 10'7cm\ There have been sugges- 
tions that these rather large deviations 
and anomalies are not due to impurities 
but are caused by deviations from stoi- 
chiometry and such defects as vacan- 
cies or antistructure defects (a Ga atom 
on an Sb site in GaSb and an As atom 
on an In site in InAs) It is also interest- 
ing to note that the corresponding ll-VI 
compounds ZnTe and CdSe suffer from 
a similar inadequacy, but more so. ZnTe 
cannot be synthesized n-type and CdSe 
cannot be synthesized p-type irrespec- 



tive of even the most strenuous at- 
tempts to dope them. Thus, an exami- 
nation of the problem In InAs may not 
only help improve that material and 
make it available for device exploitation 
but may also shed additional light on 
the old problem of "compensation" and 
dopability of II - VI compounds. 

The curves in Figs. 1(a) -1(d). ob- 
tained with the ADAC equipment, are 
part of a study to gain new insight into 
the electronic transport properties of 
(continued inside on page 15) 




Figure 1(a) Figure 1(b) 
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